[Temperature measurement and control in prostate therapy apparatus].
The importance and difficulties of the temperature measurement and control in Prostate therapy apparatus are discussses. Plans of the temperature measurement and control, and the characters of the clinical applications are compared. Finally the method of calculating the temperature distribution with few measurement signals and the advantages of using the adaptive generalized predictive control are expounded.